Introduction {#Sec1}
============

The characterization of drug effects on human currents using automated patch clamp (APC) platforms employing single- or multi-hole planar patch techniques^[@CR1]--[@CR5]^ has revolutionized the assessment of electrophysiologic (and potential proarrhythmic) effects of new drug candidates. This increasingly popular experimental approach represents the next generation of ionic current screening efforts utilizing commercially available platforms (some with higher throughput capabilities) applicable to drug studies related to cardiac (as well as neuronal) safety and efficacy.

There remains a need for *in vitro* predictive assays to characterize the proarrhythmic risk of novel drug candidates. Much effort has been focused on screening drug candidates against an important cardiac K^+^ repolarizing current (hERG, encoded by the hKv11.1 gene responsible for the I~Kr~ current) linked to delayed repolarization and Torsades-de-Pointes proarrhythmia (see the review by Roden^[@CR6]^). The adoption of APC platforms replacing manual patch clamp experiments) continues to guide drug safety evaluations based on safety margin calculations relating potency of current block to clinical drug exposures and delayed cardiac repolarization (manifest as QT prolongation on the electrocardiogram). More recently, *in silico* modeling of integrated electrophysiologic responses to drugs (based on *in vitro* ionic current assay results) is being tested to assess proarrhythmic risk within the Comprehensive *In Vitro* Proarrhythmia Assay (CiPA) paradigm^[@CR7]--[@CR10]^. This initiative relies on APC platforms to efficiently provide reliable and reproducible estimates of the potency of drug block of multiple currents that modulate repolarization and affect proarrhythmic risk, including (a) hERG, (b) peak hNav1.5 and (c) late hNav1.5 (both encoded by the SCN5A gene), and (d) hCav1.2 (encoded by the human CACNA1C gene and co-expressed with the β2 subunit, encoded by the human CACNB2 gene and the α2δ1 subunit encoded by the human CACNA2D1 gene responsible for I~Ca,L~, high threshold calcium current). A drug's effects on multiple human cardiac currents can be used to calculate the net effect on membrane current that defines human ventricular repolarization using integrating *in silico* models to predict torsadogenic risk^[@CR9],[@CR10]^.

Studies have characterized the potency of current block by drugs using IC~50~ values across a few APC platforms^[@CR11]^. However, a study evaluating the extent of variability of IC~50~ determinations within (and between) multiple APC platforms, across multiple currents, and across multiple drugs has not been reported. This information is essential when comparing drug effects across platforms, in translating *in vitro* findings to clinical effects, as well as in interpreting drug effects across platforms during lead identification and optimization campaigns and for regulatory assessments.

To evaluate the strengths and limitations of using APC platforms to characterize drug block of human cardiac currents, a pilot study was conducted to assess the variability of IC~50~ values characterizing block potency of 12 single-sourced blinded drugs (linked to high, intermediate, and low proarrhythmic risk) on seven human cardiac currents expressed in heterologous expression systems using five APC platforms. Consensus voltage clamp command waveforms and experimental protocols were suggested to construct and compare variability of concentration-response curves for 12 drugs from up to 17 experimental sites.

This manuscript presents results from studies on four prominent human cardiac currents that modulate cardiac repolarization (hERG, peak hNav1.5, and, to a lesser extent, hCav1.2 and late hNav1.5). Results are focused on two currents (hERG and peak hNav1.5) as the most data were collected on these currents. Our results provide an indication of "real-world" experiences using different APC platforms and identify controllable sources of experimental variability that should be considered in guiding future best practices with APC approaches. Adhering to consensus standardized experimental conditions and protocols (to reduce experimental variability), along with the use of positive controls (to calibrate results across various platforms and sites) should lead to improved *in vitro*-based estimates of safety margins for important clinical effects of drugs and better early predictions of proarrhythmic risks.

Materials and methods {#Sec2}
=====================

The following represent the consensus protocol recommendations. However, actual practices sometimes varied from site to site. A summary of survey results that captures these variations to the extent possible is found in the Results section and Supplementary Table [S11](#MOESM1){ref-type="media"}.

Participating sites and platforms {#Sec3}
---------------------------------

The following 17 sites provided data used in this analysis (in alphabetical order): AstraZeneca, Bayer AG, Bristol-Myers Squibb, B'SYS GmbH, Charles River Laboratories (n = 2), Eurofins, Metrion Biosciences, Nanion Germany (n = 3), Nanion Japan, Nanion USA, Natural and Medical Science Institute at the University of Tübingen, Northwestern University, Roche, and Sophion Bioscience. (To note, numerals in parentheses indicate different sites or protocols linked to facilities).

APC voltage clamp instruments used in this study were as follows: SyncroPatch384PE or 768 (Nanion, Munich, Germany), Patchliner (Nanion), QPatch16 or QPatch48HT (Sophion Bioscience, Ballerup, Denmark), IonWorks Barracuda (Molecular Devices, San Jose, CA, USA), and IonFlux (Fluxion, San Francisco, CA, USA). The different SyncroPatch and QPatch models were considered as being identical and grouped together in the analysis. Participating sites agreed to keep platforms anonymous to encourage vendor participation. Table [1](#Tab1){ref-type="table"} provides an anonymized list of sites along with platform numbers (defined as the APC instrument and ignoring possible specific nuances of use at any particular site). The use of the same APC platforms at different sites enabled comparisons of site-to-site variability for some platforms. Platform identifiers along with the number of datasets contributed from each platform are as follows: p1, 6; p2, 4; p3, 4; p4, 2; and p5, 1. Sites 8 and 9 intended to participate in this study but did not provide data used in this evaluation.Table 1Sites, platforms, experimental preparations, and currents analyzed.Site numberPlatform numberTemperature (°C)hERG currenthNav1.5 peakhNav1.5 latehCav1.2s01p123CHOCHOn.d.CHOs02p222--26HEK293HEK293n.d.CHOs03p2RoomHEK293n.d.n.d.n.d.s04p3RoomCHOCHOn.d.CHOs05p422--24HEK293HEK293HEK293CHOs06p422--24HEK293n.d.n.d.n.d.s07p5RoomHEK293HEK293HEK293n.d.s10p3RoomHEK293CHOn.d.n.d.s11p135HEK293HEK293n.d.CHOs12p223--26HEK293CHOn.d.n.d.s13p235CHOCHOCHOn.d.s14p122--27HEK293HEK293HEK293CHOs15p122--23HEK293CHOn.d.n.d.s16p3RoomHEK293HEK293n.d.CHOs17p1Roomn.d.HEK293n.d.n.d.s18p135CHOCHOn.d.CHOs19p3RoomCHOCHOn.d.n.d.p1--p5 represent different automated patch instrument lines. Site s06 used the Milnes protocol for hERG K^+^ current measurements. CHO, Chinese hamster ovary cells; HEK293, human embryonic kidney 293 cells; n.d., not determined.

Drug and test article solutions {#Sec4}
-------------------------------

The effects of 12 drugs representing high, intermediate, and low proarrhythmic risk categories as categorized in the CiPA paradigm^[@CR8]^ were evaluated (Table [2](#Tab2){ref-type="table"}). Chlorpromazine was distributed to US sites only due to shipping restrictions outside the United States. All drugs (sourced from Millipore Sigma USA) were supplied blinded to each test site (with a unique identifier assigned to each vial), prepared in 100% dimethylsulfoxide (DMSO; \#D4540, Sigma), protected from light, stored, and shipped frozen (−20 °C).Table 2Drugs tested.NumberCompound NameTdP Risk CategoryStock Sol'n. (mM)Nominal Conc's (µM)1BepridilHigh0.30.01, 0.03, 0.1, 0.32ChlorpromazineIntermediate30.1, 0.3, 1.0, 3.03CisaprideIntermediate0.30.001, 0.01, 0.1, 0.34DiltiazemLow1003, 10, 30, 1005DofetilideHigh0.10.001, 0.003, 0.01, 0.16MexiletineLow1001, 10, 30, 1007OndansetronIntermediate100.3, 1.0, 3.0, 108QuinidineHigh100.1, 0.3, 1.0, 109RanolazineLow1003, 10, 30, 10010SotalolHigh30010, 30, 100, 30011TerfenadineIntermediate0.30.01, 0.03, 0.1, 0.312VerapamilLow10.03, 0.1, 0.3, 1.0The 12 drugs tested, along with proarrhythmic risk levels, concentrations of stock solutions as distributed to each participating site, and nominal concentrations tested. Drugs were categorized into high, intermediate, and low torsadogenic (TdP) risk based on CiPA evaluations. CiPA, Comprehensive *In Vitro* Proarrhythmia Assay; TdP, Torsades-de-Pointes.

At each test site, test article solutions were prepared fresh daily by diluting stock solutions into DMSO at half-log increments in molarity of the provided solution to create a dilution series of four concentrations. These dilutions were prepared and stored in glass vials and ultimately formulated in assay buffer to attain a final concentration 1/1000th of this serial dilution for use. It was recommended that each test article formulation be sonicated at room temperature (approximately 22 °C) to ensure dissolution. If possible, test article solutions were prepared and stored in glass reservoirs and transferred with glass pipettes. When possible, low-binding plastic ware (e.g., pipette tips to transfer sub-milliliter volumes) was used. Deviations with regard to the recommendations as well as the use of glass were documented as far as possible and are included in the survey results (Supplementary Table [S11](#MOESM1){ref-type="media"}). All test articles were protected from light. Previous results have shown that ≤ 0.1% DMSO does not affect currents; therefore, each test article formulation contained a maximum of 0.1% DMSO^[@CR12]^. For a negative control, a vehicle buffer of a maximum of 0.1% DMSO was prepared.

Solutions {#Sec5}
---------

The protocol recommended recording solutions per ionic current (see below) and recognized deviations that may have been necessary to ensure assay stability for the different platforms. The solutions used are listed in Supplementary Table [S1](#MOESM1){ref-type="media"}.

Recombinant cell lines {#Sec6}
----------------------

All sites expressed channels in either human embryonic kidney 293 (HEK293) cells or Chinese hamster ovary (CHO) cell lines (see Table [1](#Tab1){ref-type="table"}).

Voltage clamp protocols {#Sec7}
-----------------------

### hERG current {#Sec8}

The onset and steady state block of hERG current was measured using a pulse pattern, repeated every 5 s, consisting of a depolarization to 40 mV amplitude for a 500-ms duration, followed by a ramp (−1.2 V/s) to −80 mV for 100 ms (holding potential −80 mV). Peak tail current was measured during the repolarizing ramp. Leak current was measured after applying a saturating concentration of a blocker such as E-4031 (0.5 µM) at the end of each experiment to completely block hERG current. The remaining current was subtracted from current records.

Di Veroli *et al*.^[@CR13]^ suggest that the kinetics of hERG current block are as important as the potency of current block for defining the risk of delayed repolarization. The *in silico* modeling group supporting the CiPA initiative has suggested the utility of more detailed kinetic studies of current block for their simulation studies. Thus, a single test site (s06) elicited hERG current with a 10-s depolarizing voltage step from −80 mV to 0 mV every 25 s (Milnes protocol, see Milnes *et al*.^[@CR14]^). The IC~50~ values derived from this single site using this challenging protocol are also reported.

### Peak hNav1.5 current {#Sec9}

Onset and steady state block of peak hNav1.5 current was measured using a pulse pattern, repeated every 5 s, consisting of a hyperpolarizing pulse to −120 mV for a 200-ms duration, depolarization to −15 mV amplitude for a 40-ms duration, followed by step to 40 mV for 200 ms and finally a 100-ms repolarizing ramp (−1.2 V/s) to a holding potential of −80 mV. Peak current was measured during the depolarizing step to −15 mV. Leak current was measured after applying a saturating concentration of a blocker such as lidocaine (2 mM) at the end of each experiment to completely block hNav1.5 current.

### Late hNav1.5 current {#Sec10}

Late hNav1.5 current was measured using the same voltage protocol as peak hNav1.5 current. However, all external solutions contained 30 nM ATX-II in order to activate late current. Late current was measured at its maximum during the repolarizing ramp.

### hCav1.2 current {#Sec11}

Onset and steady state block of hCav1.2 current was measured using a pulse pattern, repeated every 5--15 s, consisting of a depolarization to 0 mV amplitude for a 40-ms duration, followed by a step to 30 mV for 200 ms and finally a 100-ms ramp (−1.2 V/s) to the holding potential of −80 mV. Peak current was measured during the step to 0 mV. Leak current was measured after applying a saturating concentration of a blocker such as cadmium (200 µM) at the end of each experiment to completely block hCav1.2 current.

Assay conditions and procedures {#Sec12}
-------------------------------

Cell harvesting for use on the assay platforms was performed according to optimized procedures established at each test site. General harvesting procedures are not well described or defined and generally are developed in-house by each laboratory.

While most experiments were performed at ambient temperature, two platforms (p1 and p2) conducted experiments at near physiologic temperature (35 °C) at a total of three sites (Table [1](#Tab1){ref-type="table"}).

### Treatment groups {#Sec13}

Concentration-response relationships for each test article were independently investigated, i.e., each cell received only one test article, typically evaluating multiple concentrations in a cumulative fashion (lowest to highest concentrations). However, some platforms tested only one concentration per well. Each concentration response was based on a minimum of four concentrations, with a minimum of three wells used for each concentration. In cases of high variability, more cells per concentration were recorded. Prior to drug addition, cells received an addition of vehicle to measure non-test article-related effects such as addition artifacts. At the end of the experiment, a supramaximal concentration of a known inhibitory reference compound was applied to assess leak current and appropriate responsiveness of the test system. While it was recommended that a separate group of cells (n ≥ 3) be recorded for each experimental day to determine the baseline response to vehicle and to address day-to-day variability, this was not verified.

### Quality control parameters {#Sec14}

Valid whole-cell recordings had to meet the following criteria: (i) membrane resistance (Rm) ≥ 200 M-Ohm as estimated for a single-cell patch clamp experiment, (ii) leak current ≤ 25% peak current, and (iii) baseline current ≥ 0.2 nA. These criteria were applied to all APC platforms.

Data analysis {#Sec15}
-------------

The steady state current at each concentration was used to determine the concentration-response relationships. Mean concentration-response data were fitted to a standard sigmoidal four-parameter logistic equation (GraphPad Prism 7; GraphPad Inc., La Jolla, CA) of the form:$$\documentclass[12pt]{minimal}
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                \begin{document}$${\rm{Y}}={\rm{B}}{\rm{o}}{\rm{t}}{\rm{t}}{\rm{o}}{\rm{m}}+({\rm{T}}{\rm{o}}{\rm{p}}-{\rm{B}}{\rm{o}}{\rm{t}}{\rm{t}}{\rm{o}}{\rm{m}})/(1+{10}^{\wedge }({{\rm{L}}{\rm{o}}{\rm{g}}{\rm{I}}{\rm{C}}}_{50}-{\rm{X}})\ast {\rm{H}}{\rm{i}}{\rm{l}}{\rm{l}}\,{\rm{S}}{\rm{l}}{\rm{o}}{\rm{p}}{\rm{e}})$$\end{document}$$where Y is the current inhibition (in % of pre-drug control), X is the logarithm of drug concentration, and IC~50~ is the drug concentration producing half-maximal current inhibition. Curve fitting was performed using the following constraints: Top = 100%, Bottom = 0%, Hill Slope \<2. No curve fitting was performed in cases with an obvious lack of a concentration-dependent current inhibition and/or small effect size (approximately ≤20%).

Statistics {#Sec16}
----------

IC~50~ values for current block were compared after logarithmic (base 10) transformation to conform data more closely to a normal distribution. Thus, the difference (sum) of two logged values corresponds to the ratio (product) on the original scale. An analysis of variance was conducted separately for each drug to quantify the contributions of between-platform (across sites using different platforms) and within platform (across sites using the same platform) sources to total variability, thus providing a variance component analysis. The factor in this one-way analysis of variance was platform. The residual error thus measures the within-platform variability (i.e., due to technical replicates using a given platform for a given compound). For this pilot study, variance component analysis was only feasible for hERG IC~50~. For the other three currents, data were too scarce to have variance component estimates (i.e., the number of platforms with more than one measurement was less than three). Repeatability coefficients were calculated based on the residual error. To be specific, the repeatability coefficient is defined to be 1.96 × √ 2 × residual error, which measures the typical (i.e., 95% confidence) difference between measurements using the same platform.

Agreement analysis for both within-platform and between-platform comparison was conducted using linear correlation as well as the method of Bland and Altman^[@CR15]^. These plots compare different methods (in this case platforms) based on plots of averages of paired IC50 values generated by two different methods (plotted as x) vs. the difference between paired values (plotted as y) generated by two different methods. Bias is represented by the fit between the regression line to the points vs. the y = 0 line. Sufficient n sizes were available for a comparison of platforms for drug block of only hERG and hNav1.5 current.

Data variability questionnaire {#Sec17}
------------------------------

After submission of datasets, a questionnaire was designed and distributed to gain a better understanding of the sources of variability observed, with 10 volunteer sites responding. Questions addressed included protocol deviations, solution preparation, composition of materials in contact with the test articles, and electrophysiological procedures.

Results {#Sec18}
=======

Potency of hERG and peak hNav1.5 current block {#Sec19}
----------------------------------------------

Drugs effects were evaluated on five different APC platforms across 17 test sites (Table [1](#Tab1){ref-type="table"}). Sixteen of 17 sites contributed hERG current data, 15 sites contributed peak hNav1.5 current data, 8 sites contributed hCav1.2 current data, and 4 contributed late hNav1.5 current data. Due to the smaller datasets with hCav1.2 and late hNav1.5 current, only results for hERG and peak hNav1.5 are shown in the main body of the paper, with results for the other currents presented in Supplementary Tables [S8](#MOESM1){ref-type="media"}--[S10](#MOESM1){ref-type="media"} and in Fig. [S2](#MOESM1){ref-type="media"} (hCav1.2) and S6 and S7 (late hNav1.5). More complete data for all currents are provided in the supplementary materials.

Figure [1](#Fig1){ref-type="fig"} compares the potency of hERG block (based on IC~50~ values) for all 12 drugs across sites. Overlaid box plots (showing median, 25/75 percentiles, min/max values, and n-sizes) summarize the extent of variability across sites and platforms for each drug. A wide range of values is discernable across compounds from larger datasets (n = 13--15), with 25/75 percentiles ranging from 1.02 log units (10.4-fold) for dofetilide to 0.22 log units (1.7-fold) for quinidine. The concentration-response relationships for all 12 test compounds at respective sites are shown in Supplementary Fig. [S1](#MOESM1){ref-type="media"}, with tabulated data (including Hill slopes and percentage block at minimum and maximum concentrations) listed in Supplementary Tables [S2](#MOESM1){ref-type="media"}--[S4](#MOESM1){ref-type="media"}.Figure 1hERG K^+^ current IC~50~ concentrations. Graphical representation of hERG K^+^ current inhibition by the 12 test compounds: spread of individual log-IC~50~ concentrations per compound and per site (compare Supplementary Tables [S2](#MOESM1){ref-type="media"}--[S4](#MOESM1){ref-type="media"}) with superimposed box-and-whiskers plot (median, 25/75 percentile, min/max values); the number of data points from automated platforms is indicated at the bottom of each column. Platforms used are color-coded as follows: p1, blue; p2, green; p3, orange; p4, black; and p5, black. Assays (s01--s19) were conducted at room temperature (open symbols) and at 35 °C (filled symbols). bep, bepridil; cpz, chlorpromazine; cis, cisapride; dil, diltiazem; dof, dofetilide; mex, mexiletine; ond, ondansetron; qui, quinidine; ran, ranolazine; sot, sotalol; ter, terfenadine; ver, verapamil.

Each drug was tested at four concentrations chosen such that the lowest concentration should elicit no or minimal block and the highest concentration should elicit nearly full block (unless limited by compound solubility). Figure [2](#Fig2){ref-type="fig"} shows the mean effect size and mean standard deviation for hERG block, averaged at the lowest (i.e. non-inhibitory, no observed effect level \[NOEL\]) or minimal blocking (lowest observed effect level \[LOEL\]) concentrations of all 12 test articles per site across the 15 sites. The mean inhibitory effect per site at the lowest concentration ranged from near zero to 31% and the standard deviation ranged from a few percent to slightly less than 20%. Sites using platforms p2 and p3 cluster fairly close together, with mean inhibitory effects between 4 and 17% and mean SD between 2 and 8%, whereas sites using the platform p1 display a greater spread, with mean inhibitory effects between 1 and 31% and mean SD between 7 and 18%. These results suggest inherently greater variability associated with platform p1 (across five sites) compared to p2 and p3 (each across four sites).Figure 2Variability of hERG K^+^ current inhibition at NOEL/LOEL concentrations per site. Test compound concentrations were chosen in such a manner that the lowest concentration for each compound was known/expected to cause no (non-inhibitory, no observable effect level \[NOEL\]) or only a minor inhibition (lowest observable effect level \[LOEL\]) of the hERG K^+^ current. Therefore, at these NOEL/LOEL concentrations, current inhibition values are expected to cluster around zero percent. Inhibition mean values (and SD) at the lowest test compound concentration were averaged per site over all 12 test compounds. Platforms used are color-coded as follows: p1, blue; p2, green; p3, orange; p4, black; and p5, black. Automated assays (s01--s19) were conducted at room temperature (open symbols) and at 35 °C (filled symbols).

Figure [3](#Fig3){ref-type="fig"} shows IC~50~ values for block of peak hNav1.5 obtained for all 6 of 12 drugs eliciting current block. Overlaid summaries describing the variability of each dataset are provided using box plots (median, 25/75 percentile, min/max values, and n-sizes \[as described for Fig. [1](#Fig1){ref-type="fig"}\]). As was shown for hERG current, a wide range of values is discernable across sites and platforms. For example, the range of percentile values (25/75) for diltiazem, mexiletine, quinidine, and ranolazine (for which 15 values were available) were 32.9, 71.5, 59, and 48.3 μM, respectively.Figure 3Peak hNav1.5 Na^+^ current IC~50~ concentrations per compound. Graphical representation of peak hNav1.5 Na^+^ current inhibition by the 12 test compounds: spread of individual log-IC~50~ concentrations per compound and per site (compare Supplementary Tables [S5](#MOESM1){ref-type="media"}--[S7](#MOESM1){ref-type="media"}) with superimposed box-and-whiskers plot (median, 25/75 percentile, min/max values); the number of data points from automated platforms is indicated at the bottom of each column. Platforms used are color-coded as follows: p1, blue; p2, green; p3, orange; p4, black; and p5, black. Automated assays (s01--s19) were conducted at room temperature (open symbols) and at 35 °C (filled symbols). No inhibition defined as no obvious concentration-dependent current block and/or no curve fitting performed. bep, bepridil; cpz, chlorpromazine; cis, cisapride; dil, diltiazem; dof, dofetilide; mex, mexiletine; ond, ondansetron; qui, quinidine; ran, ranolazine; sot, sotalol; ter, terfenadine; ver, verapamil.

Figure [4](#Fig4){ref-type="fig"} compares IC~50~ values for block of hERG and peak hNav1.5 current obtained with the same automated patch platforms used across different sites. Figure [4a](#Fig4){ref-type="fig"} compares IC~50~ values for dofetilide block of hERG current with four automated platforms across a total of 14 sites (with the number of replicate machines ranging from 5 \[platform 1\] to 2 \[platform 4\]). Some platform/site combinations show greater variability than others for the same drug and current (e.g., dofetilide responses for platform 1 \[5 sites\] vs. platform 3 \[3 sites\]). Figure [4b](#Fig4){ref-type="fig"} compares IC~50~ values for mexiletine block of peak hNav1.5 current with five automated platforms across a total of 15 sites (number of replicate machines ranging from 1 to 6). Platform 1 again appears to show greater variability (compare results from six sites using platform 1 vs. 5 sites using platform 3). The data (while limited) also suggest that differences in the IC~50~ variability may not be intrinsic to the platform: for example, platform 2 shows more variability for hERG current block with dofetilide than for mexiletine block of peak hNav1.5 current (compare second set of columns).Figure 4Platform variability for hERG and peak Nav1.5 current block. A comparison of platform variability for dofetilide block of hERG (**a**) and mexiletine block of hNav1.5 current (**b**). Despite limited data, minimal variability is evident for block of both currents with platform 3, while prominent differences in variability for block of hERG vs. peak hNav1.5 current for platform 2 are observed. Note the logarithmic scale used to illustrate the wide range of values obtained within and between platforms.

Variance component analysis for hERG and peak hNav1.5 current block {#Sec20}
-------------------------------------------------------------------

Variance component analysis was conducted to quantify the contributions attributed to automated patch platform and site to the total variability for hERG current block. For this analysis, between-platform variability was taken into account and factored into the statistical model. The residual error thus measures the within-platform variability (i.e., due to replicates on a given platform for a given compound). Figure [5a](#Fig5){ref-type="fig"} compares between- and within-platform variance for block of hERG current. Within-platform variance predominated for 6 of 12 drugs (cisapride, mexiletine, ondansetron, quinidine, sotalol, and verapamil), while between-platform variance dominated for chlorpromazine, diltiazem, and terfenadine. These results demonstrate that no one platform contributed overall greater intrinsic variability for hERG current block. Figure [5c](#Fig5){ref-type="fig"} also illustrates large differences in between- vs. within-platform variance for the six drugs blocking hNav1.5.Figure 5A comparison of between- and within-platform variance and repeatability coefficients for hERG and hNav1.5 currents. (**a**) For hERG, within-platform variance predominated for 6 of 12 drugs (cisapride, mexiletine, ondansetron, quinidine, sotalol, and verapamil). (**c**) For hNav1.5, within-platform variance predominated for 2 of 6 drugs (diltiazem and mexiletine). (**b**,**d**) Repeatability coefficients for hERG and hNav1.5 current block differed widely across automated patch platforms from which sufficient data were available.

Repeatability coefficients are useful for assessing overall within-platform agreement across sites (thus informing about precision of the measures). Repeatability coefficients for hERG IC~50~ values across four automated platforms for all drugs with sufficient data are shown in Fig. [5b](#Fig5){ref-type="fig"}. Lower coefficients indicate better agreement across sites using the same platform. For example, a repeatability coefficient of 3.7 for platform p3 means that typical measurements of hERG IC~50~ done with p3 were within 3.7-fold. Greater repeatability coefficients are evident for platforms 1, 2, and 4, with platform 1 providing a coefficient of 9.7 divergent IC~50~ measures within nearly 10-fold of each other.

Repeatability coefficients for block of peak hNav1.5 were calculated only for platforms p1, p2, and p3, as multiple measurements for only some compounds were performed (Fig. [5d](#Fig5){ref-type="fig"}). The repeatability coefficient for platform 1 was very high (39.1, representing inconsistent IC~50~ determinations compared to platforms 2 and 3 (values of 1.7 and 4.5, signifying values within 1.7- and 4.5-fold of each other).

Agreement analysis {#Sec21}
------------------

Agreement analysis (typically used to compare measures obtained from two different methods or approaches) for hERG and peak hNav1.5 current is shown in Fig. [6a,b](#Fig6){ref-type="fig"}, respectively. Within each panel, the subplots in the lower left of the matrix are scatter plots to measure the correlation between two platforms. If two platforms have perfect agreement in their measures, then points on the scatter plots would be close to and symmetric about the diagonal line. There appears to be more agreement for hERG current (Fig. [6a](#Fig6){ref-type="fig"}) than for peak hNav1.5 block (Fig. [6b](#Fig6){ref-type="fig"}), although the number of observations for peak hNav1.5 is less.Figure 6Between-platform agreement analysis for hERG IC~50~ (**a**) and hNav1.5 IC~50~ values (**b**). The upper right graphs display Bland-Altman plots describing between-platform agreement, with the x-axis representing mean of two determinations for each drug, and y-axis representing the difference between the two determinations (both in molar units). The lower left graphs display correlations for drugs tested across the two platforms being compared. The axes represent nominal drug test concentrations (in log units). Each dot represents one drug in the comparison datasets. p1--p6 represent five different platform with sufficient data across sites to enable comparisons.

While useful in exploring data, scatter plots and correlations are deficient for defining agreement between methods compared to Bland-Altman plots^[@CR16]^. Bland-Altman plots display differences between any two platforms (A-B) on the ordinate vs. their mean value \[(A + B)/2\] on the abscissa. If two platforms have perfect agreement in their measurements, then Bland-Altman plots display the following: (1) narrow limits of agreement (LsA; defined as mean difference ± 2 × standard deviation corresponding to 95% coverage) and (2) mean differences approximating zero. Within each subplot are three blue lines; the highest and lowest blue lines delineate LsA values. The wider this range, the less agreement the two platforms share in the measurement. The middle blue line represents the mean difference between the two platforms. The distance from the middle blue line to the zero (gray) line measures the average relationship between the two 2 platforms (i.e. whether platform A overall has higher or lower measurements than platform B). The acceptance criterion of LsA within (−0.48, 0.48) has been recommended^[@CR17]^ for high-throughput screening (HTS) assays, corresponding to 3-fold differences on the raw scale \[i.e., (0.33, 3)\].

By the above criterion, no two platforms in this dataset passed the agreement assessment using hERG IC~50~ values obtained from five platforms. When both the mean ratio (reflecting bias) and standard deviation (reflecting variability) are taken into consideration, the best agreement in hERG IC~50~ (Fig. [6a](#Fig6){ref-type="fig"}) was observed between p2 and p5, with a mean ratio of 0.78 and LsA of (0.14, 4.44) on the original scale (Fig. [6a](#Fig6){ref-type="fig"}). In other words, the average IC~50~ with p5 was 78% of that with p2, and the typical differences are between 0.14- and 4.1-fold.

Figure [6b](#Fig6){ref-type="fig"} shows the agreement between four platforms for hNav1.5 IC~50~ values. Because of the scarcity of data across platforms, only comparisons between p1 and p3 were meaningful for this dataset. The agreement between p1 and p3 had a mean ratio of 2.05 and LsA of (0.05, 90.4) on the original scale. In other words, the average IC~50~ with p1 was almost twice as high as that with p3, and the typical differences are between 0.05- and 90.4-fold. Clearly this agreement was weaker than for hERG IC~50~ and did not pass the 3-fold criterion.

Overall the between-platform agreement was low and did not meet the typical 3-fold acceptance criterion for HTS assays. It is worth noting that variability seemed to vary from compound to compound. Further, the compound and/or replicate distribution lacks consistency across platforms and hence the applicability of the agreement analysis could be limited. Such variability may be related to differences in the characteristics of different platforms (384- vs. 16-well plates) that affect drug concentrations via well size, and the use of multiple vs. single holes that may affect data quality, and are consistent with different expectations of lower vs. higher throughput screening instruments (e.g., QPatch vs. Patchliner vs. Nanion and Barracuda devices \[the latter designed for higher throughput screening applications\]).

Study protocol deviations and data variability questionnaire {#Sec22}
------------------------------------------------------------

Despite efforts to standardize experimental protocols and assay conditions, wide differences in block potency were noted for some drugs and platforms during initial reviews of submitted datasets. To qualitatively explore possible sources of variability arising from unexpected differences in experimental conduct, a survey inquiring about specific assay conditions was subsequently distributed to participating sites. Details provided from the 10 responding sites are summarized in Supplementary Table [S11](#MOESM1){ref-type="media"}.

All sites used the consensus voltage clamp protocols, although one site applied pulses at a faster frequency (0.2 Hz vs. 0.1 Hz). Eight of nine sites stored test articles in glass (one using plastic). Four of the sites added only one addition of each concentration to the assay well. Five sites used buffers slightly different from those recommended in the standardized protocol and also applied ascending multiple concentrations to each cell, which may have resulted in exposure times that were too short. Three sites measured responses to each concentration after 3 minutes or less exposure time. One site used an alternate voltage protocol and one site did not vortex, sonicate, or heat the solutions to promote drug dissolution. One site stored formulations in plastic and used plastic compound plates that may have bound up lipophilic drugs. Such different protocol nuances likely contributed to the data variability. Finally, no site was able to successfully use the Milnes dynamic block voltage clamp protocol to assess the kinetics of hERG block during the study, likely due to technical difficulties in achieving longer stable recordings (typically ≥40 minutes) required to generate each one-cell/one concentration datapoint.

Discussion {#Sec23}
==========

Summary of findings {#Sec24}
-------------------

To our knowledge, this multi-platform/multi-site study provides the largest comparison of results from 5 APC platforms across 17 sites evaluating drug effects on 4 human cardiac currents in heterologous expression systems. We will focus on practical lessons learned from assessing blocking potency of 12 blinded drugs (representing high, intermediate, and low proarrhythmic risk categories) on block of hERG and peak hNav1.5 current as these currents were evaluated by a majority of sites. Prominent differences in IC~50~ values for block of both currents across multiple platforms and sites are apparent. This variability is not unique to any particular platform or site and varied with the drug and current studied. For example, for automated platforms the IC~50~ values (25/75 percentiles) for hERG block with dofetilide ranged from 12 to 103 nM (10.4-fold range, 14 sites, 4 platforms) and from 0.77 to 1.08 μM (1.4-fold range, 16 sites, 5 platforms) with quinidine (Fig. [1](#Fig1){ref-type="fig"}).

The contributions of between- and within-platform variance for block of hERG current varied greatly across the 12 drugs tested, ranging from \>90% between-platform variance for chlorpromazine and diltiazem to 100% within-platform variance for cisapride, mexiletine, ondansetron, quinidine, and sotalol (Fig. [5a](#Fig5){ref-type="fig"}). Between-platform variance for all 12 drugs for hERG and peak hNav1.5 is also shown in Bland-Altman plots (Fig. [6](#Fig6){ref-type="fig"}, upper right matrices). Perfect agreement would require all points to lie on the zero line but all comparisons displayed considerable differences. Platforms p2 and p5 had the best agreement with a mean ratio of 0.76, indicating that on average IC~50~ values from p5 are 76% of those of p2.

A comment on the Milnes dynamic block voltage clamp protocol for assessing kinetics of hERG current block {#Sec25}
---------------------------------------------------------------------------------------------------------

The Milnes clamp protocol^[@CR14]^ provides detailed descriptions of the kinetics of block of I~Kr~ that is needed for the computational assessment of proarrhythmic risk in the CiPA paradigm. This protocol consists of a set of two 25-s-long pulse protocols, with one protocol ("Pulse") containing a prolonged 10-s-long depolarizing test pulse (0 mV) followed by a 14-s-long return pulse to −80 mV, and a second protocol "No-Pulse" consisting of the same pulse structure without the depolarizing test pulse^[@CR18]^. Stability of hERG current with this protocol (defined as \<10% difference in current amplitude across 20 clamp protocols) is demonstrated by applying 10 repeats of the "Pulse" protocol followed by 10 repeats of the "No-pulse" protocol and comparing peak and steady state hERG current. This protocol is monitored during drug administration (to confirm equilibration of drug effects) with a cell being exposed to only one drug concentration (at 37 °C). While this protocol has been successfully implemented on an HTS platform^[@CR19]^, this rigorous experimental approach presents formidable challenges for even the most robust cellular recordings using automated patch platforms. One site performed a modified version of Milnes that consisted of a shortened stability period, but the submitted data were not acceptable for kinetic data. The amount of time a patch needed to be maintained to achieve an acceptable level of stability was very difficult to achieve. The Milnes data was only useful to calculate the IC~50~ value for hERG block, no other participating site was successful in implementing the Milnes dynamic block voltage clamp protocol for kinetic data. The lack of success in applying this challenging voltage clamp protocol makes it clear that some protocols do not transfer easily from manual to APC platforms. The implementation of the Milnes protocol might be best suited for manual patch techniques later in the drug discovery process conducted for risk assessments requiring more extensive characterization on a few candidate compounds (or for regulatory submissions). Beattie *et al*.^[@CR20]^ and Lei *et al*.^[@CR21],[@CR22]^ recently published voltage protocols more amenable to APC approaches to characterizing the kinetics of hERG block that might prove as suitable alternatives to the Milnes voltage clamp protocol.

Importance of reducing variability in setting safety margins and application to the CiPA paradigm {#Sec26}
-------------------------------------------------------------------------------------------------

The widely recognized use of the potency of hERG current block as a surrogate marker of drug-induced QT prolongation provides the basis for its inclusion in the ICH S7B Guidance, "Nonclinical Evaluation of the Potential for Delayed Ventricular Repolarization (QT Interval Prolongation) by Human Pharmaceuticals,"^[@CR23]^ and its routine use in setting safety margins for QT prolongation (with a threshold typically 30- to 45-fold based on maximal clinical protein-unbound drug exposures^[@CR24]--[@CR27]^). Further, the accurate assessment of drug-induced potency of block of the four human cardiac currents evaluated in this study (hERG, hCav1.2, peak hNav1.5, late hNav1.5) is essential to inform *in silico* reconstructions used to define proarrhythmic risk in the evolving CiPA paradigm^[@CR9],[@CR10]^. Thus, understanding (and minimizing) the variability inherent in IC~50~ estimations is essential to predicting and understanding the cardiac safety evaluations of evolving drug candidates.

Few studies have described variability regarding potency of block of cardiac currents with APC platforms, although not across the wide number of sites, platforms, and currents as in the present study. Perhaps the most detailed study of variability with an automated patch platform was published by Elkins *et al*.^[@CR11]^ who quantified the variability of Molecular Devices IonWorks Quattro platform by evaluating potency of hERG block from hundreds of experiments for multiple drugs across two pharmaceutical companies over a few years period. We compared the variability of hERG block for three drugs tested in both the present study and the Elkins study (quinidine, verapamil, and cisapride) based on differences in the 10--90 percentiles (recalculated from the distribution of pIC50 values from present study) and the 10--90% probability values from the pIC50 logistic distribution probability plots described by Elkins \[their Fig. [S2](#MOESM1){ref-type="media"}\]). The dispersion of pIC50 values for quinidine, verapamil, and cisapride were somewhat comparable across both studies and ranged between ½ to near 1 log unit (0.52 \[present study\] vs 0.40 \[Elkins study\] for quinidine, 0.60 vs 0.73 for verapamil, and 0.80 vs. 0.45 for cisapride). For these drugs the potency of hERG block in the present study was somewhat greater compared with the Elkins study but with less than a 10-fold difference (IC50 values of 0.85 vs. 2.37 for quinidine, 0.49 vs. 0.68 for verapamil, and 0.08 vs. 0.39 for cisapride \[in µM, present study vs. Elkins study\]).

It is also informative to compare variability of hERG block we describe with APC systems with previous published results from manual patch clamp experiments. Some limited estimates can be gleaned from literature sources. IC~50~ values for hERG block of nine 9 blinded compounds recorded at physiologic temperatures from two different manual patch clamp laboratories were up to 3-fold different (with one compound \[pimozide\] being 44-fold different^[@CR28]^). Kirsch *et al*.^[@CR29]^ quantified the variability of the manual patch clamp results from one site/platform by comparing inhibition of hERG current block (using HEK293 cells at 22 °C) with either 60 nM terfenadine or 90 nM cisapride multiple times over periods of 20 and 18 months, respectively. Terfenadine (n = 459 cells) and cisapride (n = 83 cells) elicited 81.7 ± 7.0% and 83.4 ± 7.7% (mean ± SD) hERG current inhibition, with 96--97% of data within 2 standard deviations of the mean. Using the 2 standard deviation limit, it is possible to calculate a range of IC~50~ values of 3--29 nM for terfenadine and 42--1093 nM for cisapride. Crumb *et al*.^[@CR30]^ also evaluated the hERG blocking potency of nine drugs also tested in the present study using a manual patch clamp; and an action potential waveform (instead of the step-ramp voltage protocol used in this study) with recordings obtained at 36 ± 1 °C. Our APC IC~50~ values for chlorpromazine, verapamil, bepridil diltiazem, quinidine, sotalol, and cisapride were 0.4- to 1-, 0.4- to 2.2-, 0.3- to 2.3-, 0.7- to 4.3-, 0.5- to 5.7-, 0.6- to 9.7-, and 1.3- to 10.6-fold different (less) than the IC~50~ values obtained by Crumb *et al*.^[@CR30]^, respectively. The largest differences were seen for terfenadine and dofetilide; APC derived IC~50~ values were 3.1- to 58-fold and 1.8- to 90.2-fold different from the Crumb *et al*.^[@CR30]^ values for terfenadine and dofetilide, respectively.

Best practices to reduce experimental sources of variability {#Sec27}
------------------------------------------------------------

Experimental variability can be divided into three components: namely, systematic variance due to true differences in the signals being compared, systematic error arising from confounding factors, and random error. The variability in IC~50~ values reported in this large study (as well as prior studies) leads one to question the minimum amount of variability that can be achieved using either manual patch or APC approaches. In this study, a standardized protocol was provided to all sites along with centrally supplied blinded drugs to reduce one source of systematic errors. However, deviations in experimental conditions and the execution of study protocols were noted. This was not entirely unexpected as volunteer sites had prior experience in developing and optimizing similar assays for the different ionic currents with their instruments. It is informative to discuss experimental sources of systematic errors that likely contributed to the observed variability, with an eye toward defining "best practices" for defining potency of drug block of human cardiac currents.

### Ensuring adequate equilibration time with cells {#Sec28}

Equilibration times with cells were variable across sites, with three sites recording responses after 3 minutes or less. Such exposure times are likely too short to allow for equilibration of drug effects for some compounds. Evidence for this is provided from results for hERG block with terfenadine and dofetilide: IC~50~ values for block obtained from platform 1 (7-min exposure) were 7× and 4× more potent than for platform 3 (4-min exposure). Potency of block for low-permeability drugs (vs. higher permeability drugs) would likely be underestimated to a greater extent with inadequate equilibration times.

### Variability in drug forms and concentrations in stock solutions {#Sec29}

Another potential source of variability resides in the physicochemical properties of the drugs themselves. Shoitchet and colleagues^[@CR31],[@CR32]^ have shown that some drugs form aggregates influencing drug efficacy (and apparent potency) in high throughput experimental conditions. They showed that certain colloidal drug aggregates cause false positive inhibition of membrane bound effectors such as G protein-coupled receptors. To our knowledge, the effects of drug aggregation on ion current block has not been studied, but at least one of the CiPA compounds (vandetanib) closely resembles another kinase inhibitor that aggregates (B. Shoitchet, personal communication). A prediction routine available free online (<http://advisor.bkslab.org/>) can be used to estimate the aggregation susceptibility of compounds. Kolliphor EL (a nonionic surfactant typically used to improve bioavailability of poorly water-soluble drugs and used by two sites in this study) could lead to an improved solubility of problematic compounds and more potent IC~50~ values.

Significantly reduced drug exposures may result from improper preparation of stock solutions, instability, or degradation of drug in concentrated stock or media solutions. Neat DMSO is highly hygroscopic and can absorb up to 25% atmospheric humidity within a couple of days^[@CR33]^. Repeated freeze-thaw cycles of stock solutions can alter the solubilized fraction of the most lipophilic compounds or ionizes a fraction of the most acidic or alkaline compounds. This can influence replicates collected over several days when computing IC~50~ values. Physical methods such as in-well sonication have been proposed to maintain concentrated stocks in solution^[@CR34]^, although this may not be possible with higher capacity plates. Finally, the availability of resuspension routines in the drug application protocols should improve homogeneity of the applied drug solution.

Compound dilutions prepared in micro-titer plates were likely applied to the cells after variable times. The variable delays between compound preparation and cell application provide greater chance for micro-precipitation of poorly soluble drugs in aqueous dilution. One site stored stock solutions in plastic plates and used plastic compound plates when delivering drugs to test chambers, which may have resulted in non-specific binding of more lipophilic drugs prior to delivery. Strategies to improve kinetic solubility in buffers supplemented with excipients include addition of cyclodextrins, proteins (e.g., BSA) or emulsifiers (e.g., castor oil or sorbitan derivatives). These compounds display variable effects on hERG currents^[@CR12],[@CR35]^ and should be characterized in the assay systems used. Surfactants such as the poly(ethylene oxide)--poly(propylene oxide) block copolymer Pluronic F-68 can be used up to 1% v/v in APC experiments on QPatch platforms without affecting hERG current amplitude^[@CR36]^.

### Low drug exposures in recording chambers {#Sec30}

Another source of variability may arise from loss of drug during delivery and adhesion to chamber surfaces (an effect expected to be drug- and plate-dependent). Some platforms used disposable plastic tips while others used absorption-resistant coated metal tips to deliver drug formulations. Non-specific binding could be a major concern in well-based systems due to higher surface-to-volume ratios and the inability to replenish drugs lost to fluidics and well surfaces (an issue less relevant in larger scale flow-through systems). It is possible that substantial drug adsorption to the fluidics and recording chamber may occur, especially with highly hydrophobic drugs such as terfenadine (with a high cLogP value of 7.1). In such circumstances, the use of single additions of drugs to assay wells may lead to lower exposures and potency values due to non-specific binding. This effect may be minimized by employing multiple addition protocols which may allow for saturation of non-specific binding and adsorption. Seven of ten questionnaire respondents did not perform multiple additions. Using the IonWorks Quattro HT platform, Bridgland-Taylor *et al*.^[@CR37]^ reported that the potency of drug block decreased with increased cell density in recording wells. Although this platform was not used in this study, one could assume similar problems could exist due to cellular uptake of highly lipophilic compounds.

While likely useful, it is difficult (and expensive) to measure drug concentrations in recording chambers to control this source of experimental variability. Regarding this recommendation, a dose-solution analysis for a hERG current block study using manual patch techniques and flow-through test chambers concluded that drug concentration measurements did not alter hERG potency estimation for the majority of compounds tested (confirming nominal concentrations within 3-fold), and did not clarify or improve hERG potency estimated for poorly soluble agents or agents with high cLogP and pKa values^[@CR38]^. To our knowledge, similar studies using solutions sampled from static APC wells have not been reported.

### Effect of variability of expressed vs. background currents {#Sec31}

Differences in the ratio of overexpressed current of interest (e.g., hERG) vs. endogenous background currents may lead to underestimates of blocking potency if background currents are not considered. For example, some authors prefer CHO cells over HEK cells as a hERG expression system based on generally lower background endogenous currents^[@CR20]^. These differences may be corrected based on background currents measured at the end of each experiment in the presence of complete hERG block (e.g., with a maximal blocking concentration of a specific hERG blocking agent such as E-4031).

Also, the use of a leak subtraction protocol may be useful for removing background currents. This would reduce the risk of drug contamination and spurious inhibitory effects on other cells during the same experiment or in following plates due to the addition of a maximal concentration of blocking drugs applied at the end of experiments ("end blockers"). If maximal end blockers are used, they should ideally be used in conjunction with subsequent aggressive "extra" pipette washes but that may reduce assay efficiency. Pipette tip-based systems may be less prone to this artifact, but they also require the use of plastic in the final drug delivery workflow, while metal- and glass-coated pipette-based systems do not.

### Differences in intracellular buffer composition {#Sec32}

The components of the recording solutions sometimes differed between sites (Supplementary Table [S1](#MOESM1){ref-type="media"}). For example, the usage of perforating agents to achieve perforated whole-cell recordings^[@CR39]^ was used in a subset of experiments, and this could prevent current rundown due to intracellular dialysis. In contrast, potentially higher series resistances (R~series~) in perforated whole-cell (compared to standard whole-cell configurations) can limit bandwidth and confound accurate measurement of rapid ionic currents such as hNav1.5 peak currents in the absence of adequate series resistance compensation^[@CR40]^. Finally, although the mechanism is uncertain, inclusion of fluoride has long been known to improve patch clamp sealing and stabilizes the cell membrane resulting in longer, more stable patch clamp recordings^[@CR41],[@CR42]^. Fluoride was used in about 65% of the listed solutions (Supplementary Table [S1](#MOESM1){ref-type="media"}) which may affect recordings compared to those obtained in the absence of fluoride ions.

### Recording temperature and correcting for current stability/rundown {#Sec33}

Only two platforms (used in 3 of 17 test assay results) obtained recordings at near physiologic temperatures (35 °C), with experiments on other platforms conducted at either unspecified (room) temperature or a range of temperatures (Table [1](#Tab1){ref-type="table"}). It is well known that block of hERG with some drugs is temperature dependent^[@CR29],[@CR43],[@CR44]^, and this may differentially affect IC~50~ determinations. Little is known regarding the temperature sensitivity of drug block of other cardiac currents. It should also be noted that it is very difficult to adequately control hNav1.5 current at physiologic temperatures due to the rapid kinetics and larger current densities. Wang *et al*.^[@CR45]^ showed that stabilizing instrument temperature using a portable A/C unit improved current stability and reduced current rundown for hERG, hNav1.5, and hIKs, improving data quality. Correction for rundown (which is likely temperature dependent) was variable across sites, could have contributed to within- or between-platform variability (see Supplementary Table [S11](#MOESM1){ref-type="media"}), and may be evaluated based on subtraction of vehicle-control results on the same plate.

### Ability of best practices to reduce variability of blocking potency using APC approaches {#Sec34}

Unfortunately, we cannot quantify either the contribution of the different experimental sources of systematic errors to overall variability or the extent to which best practices can reduce variability. Some sources may be platform and drug specific (e.g., temperature stability, differences in the loss of poorly soluble compounds through different solution handling and delivery systems, as well as maintaining the stability of biological expression systems used). Other likely sources of experimental variability "upstream" from the recording sessions are related to the physicochemical properties (poorly soluble compounds may precipitate out of solution) and stability of test compounds (was fresh compound used each time) as well as the procedures used to dispense and prepare the solvated compound plates from which drug is drawn. These are more generalized best practices that need to be considered in addition to the patch-clamp-specific best practices. Some sources of variability will favor underestimates of block potency (e.g., sub-nominal exposures in test chambers and less than adequate equilibration periods). Finally, it should be recognized that the expectation of HTS screening studies with APC's may be to identify "hits" or to rank-order related compounds based on potency. In contrast, for safety studies later in drug discovery and development (including *in silico* experiments for regulatory safety assessments as in the CiPA paradigm) great care needs to be taken to provide reliable and consistent findings using defined protocols to enable confident translation of non-clinical findings to exposure-based *in vivo* studies and (ultimately) clinical findings.

Conclusions {#Sec35}
===========

Results from this large multi-site study provide estimates of the variability associated with IC~50~ values characterizing the blocking potency of 12 drugs on 4 prominent human cardiac currents using suggested experimental protocols across 5 automated patch platforms and 17 sites. The amounts (and sources) of variability differed prominently with drugs, ionic currents, and platforms. Various suggestions for optimizing experimental protocols and reducing experimental variability and bias were discussed, with the goal of guiding the development of best practices using APC technologies for early screening (to avoid cardiac safety liabilities) and subsequent characterization of the risk of delayed repolarization and proarrhythmia (to guide clinical studies and regulatory submissions). Better specification and execution of consensus experimental protocols is necessary to reduce systematic error contributing unnecessary variability.

The use of consensus positive controls and analysis of drug concentrations tested is suggested to enable robust translation across platforms and for translation to *in vivo* animal-based studies and clinical trials. The variability associated with APC datasets must be considered when (a) defining safety margins related to delayed repolarization for clinical drug candidates (ensuring that the best compounds move into clinical development) and (b) when informing on proarrhythmic risks of drugs using human based *in silico* reconstructions of electrophysiological activity to mechanistically define proarrhythmic risk within the CiPA initiative^[@CR9],[@CR10],[@CR46]^.
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